What is already known on this subject? ► The past decades have seen remarkable progress of deep convolutional neural network (DCNN) in the field of endoscopy. Recent studies have successfully used DCNN to achieve accurate prediction of early gastric cancer in endoscopic images and real-time histological classification of colon polyps in unprocessed videos. However, it has yet not been investigated whether DCNN could be used in monitoring quality of everyday endoscopy.
Significance of this study
What is already known on this subject? ► The past decades have seen remarkable progress of deep convolutional neural network (DCNN) in the field of endoscopy. Recent studies have successfully used DCNN to achieve accurate prediction of early gastric cancer in endoscopic images and real-time histological classification of colon polyps in unprocessed videos. However, it has yet not been investigated whether DCNN could be used in monitoring quality of everyday endoscopy.
What are the new findings? ► In the present study, WISENSE, a real-time quality improving system based on the DCNN and deep reinforcement learning (DRL) for monitoring blind spots, timing the procedure and generating photodocumentation during esophagogastroduodenoscopy (EGD) was developed. The performance of WISENSE was verified in EGD videos. A single-centre randomised controlled trial was conducted to evaluate the hypothesis that WISENSE would reduce the rate of blind spots during EGD. To the best of our knowledge, this is the first study using deep learning in the field of assuring endoscopy completeness and using DRL in making medical decisions in human body environment and also the first study validating the efficiency of a deep learning system in a randomised controlled trial.
How might it impact on clinical practice in the foreseeable future? ► WISENSE greatly reduced blind spot rate, increased inspection time and improved the completeness of photodocumentation of EGD in the randomised controlled trial. It could be a powerful assistant tool for mitigating skill variations among endoscopists and improving the quality of everyday endoscopy.
AbSTrACT
Objective esophagogastroduodenoscopy (egD) is the pivotal procedure in the diagnosis of upper gastrointestinal lesions. However, there are significant variations in egD performance among endoscopists, impairing the discovery rate of gastric cancers and precursor lesions. the aim of this study was to construct a real-time quality improving system, WiSenSe, to monitor blind spots, time the procedure and automatically generate photodocumentation during egD and thus raise the quality of everyday endoscopy.
Design WiSenSe system was developed using the methods of deep convolutional neural networks and deep reinforcement learning. Patients referred because of health examination, symptoms, surveillance were recruited from renmin hospital of Wuhan University. enrolled patients were randomly assigned to groups that underwent egD with or without the assistance of WiSenSe. the primary end point was to ascertain if there was a difference in the rate of blind spots between WiSenSe-assisted group and the control group. results WiSenSe monitored blind spots with an accuracy of 90.40% in real egD videos. a total of 324 patients were recruited and randomised. 153 and 150 patients were analysed in the WiSenSe and control group, respectively. Blind spot rate was lower in WiSenSe group compared with the control (5.86% vs 22.46%, p<0.001), and the mean difference was −15.39% (95% ci −19.23 to −11.54). there was no significant adverse event.
Conclusions WiSenSe significantly reduced blind spot rate of egD procedure and could be used to improve the quality of everyday endoscopy. Trial registration number chictr1800014809; results.
InTrODuCTIOn
Esophagogastroduodenoscopy (EGD) is the pivotal procedure in the diagnosis of upper gastrointestinal lesions. 1 High-quality endoscopy delivers better health outcomes. 2 However, there are significant variations in EGD performance among endoscopists, impairing the discovery rate of gastric cancers (GC) and
Endoscopy precursor lesions. 3 The diagnosis rate of early GC in China is still under 20% and similar results are seen in most part of the world. 4 5 While further expanding endoscopic technology, it is vital to raise the quality of everyday endoscopy. Ensuring competence is a seminal prerequisite for discovering lesions in EGD. 6 Plenty of guidelines or expert consensus have been reached to optimise EGD examination. 7 The American Society for Gastrointestinal Endoscopy (ASGE) and American College of Gastroenterology (ACG) developed safety and quality indicators for EGD. [8] [9] [10] In 2015, European Society of Gastrointestinal Endoscopy (ESGE) systematically investigated available evidences and generated the first evidence-based performance measures of EGD. 1 Standardised protocols were proposed to fully map the entire stomach. 11 12 However, protocols are not often well followed due to the shortage of supervision and the availability of practical tools, especially in developing countries. 2 It is essential to establish practical and feasible methods to implement guidelines in daily endoscopy.
The past decades have seen remarkable progress of deep learning in medicine. 13 Deep convolutional neural network (DCNN) is known for its impressive performance in image recognition. 14 Recent studies have successfully used DCNN to achieve accurate prediction of early GC in endoscopic images 15 and real-time histological classification of colon polyps in unprocessed videos. 16 However, previous researches mainly focus on the diagnosis of gastrointestinal lesions. It has yet not been investigated whether DCNN could be used in monitoring quality of everyday endoscopy.
In addition, in real clinical setting, doctors always make comprehensive judgments based on more than one frame due to dynamic and constantly changing views in human body. While DCNN analyses frames independently, 14 and there are plenty of noises in real world. 17 This may cripple the application of DCNN in real clinical setting. Deep reinforcement learning (DRL), another branch of deep learning that won its recent reputation in the game of Go in 2016, 18 may have the potential to solve this problem. DRL is a combination of deep learning and reinforcement learning, integrating the strong perception ability of deep learning in visual tasks, and the decision-making ability of reinforcement learning in complex situations. 19 DRL shows good performance in solving dynamic decision problems; [18] [19] [20] however, it has yet not been explored in making medical decisions in human body environment.
In the present study, we aimed to construct a real-time quality improving system based on the two methods of DRL and DCNN for monitoring blind spots, timing the procedure and generating photodocumentation during EGD, which was named WISENSE (a combination of 'wise' and 'sense'). The performance of WISENSE was verified in EGD videos. A singlecentre randomised controlled trial was conducted to evaluate the hypothesis that WISENSE would reduce the rate of blind spots during EGD. To the best of our knowledge, this is the first study using deep learning in the field of assuring endoscopy completeness and using DRL in making medical decisions in human body environment and also the first study validating the efficiency of a deep learning system in a randomised controlled trial.
MATErIAlS AnD METHODS Datasets and preprocessing
Three datasets were used for training and/or testing the WISENSE: 1. 12 220 in vitro, 25 222 in vivo and 16 760 unqualified EGD images for training the network to identify whether a scope was in or outside the body (DCNN1). These images came from stored data of over 3000 patients. Two doctorial students labelled these images and their labels were combined by consensus. Representative images of DCNN1 were shown in online supplementary figure S1. 2. 34 513 qualified EGD images for training the network of classifying gastric sites (DCNN2). Two seniors with 1-5 years of EGD experience and three experts with more than 5 years of EGD experience studied the guidelines of the ESGE 1 and the Japanese systematic screening protocol 11 and independently labelled EGD images into 26 different sites or NA. To alleviate the incorporated bias of single endoscopist, images were labelled only when no less than four endoscopists reached an agreement. Images including features such as forceps and lesions were also included in each site to prevent the system from associating the appearance of tools or lesions with different sites. Representative images of DCNN2 were shown in figure 1. Sample distribution in different classifications is presented in online supplementary table S1. 3. 30 stored EGD videos were used to identify the best status of DRL. A total of 107 stored EGD videos were used to test the performance of WISENSE in clinical setting. One-tenth of labelled images in each classification of dataset (1) and (2) were extracted as the testing set, with the remaining as training set. Extensive attention was paid to ensure that images from the same person were not split between the training and testing sets. All the EGD images and videos were in white light view and from Renmin Hospital of Wuhan University. Instruments used in this study included gastroscopes from two vendors (Olympus Optical Co., Tokyo, Japan; Fujifilm, Co., Kanagawa, Japan).
Main experiments
1. Training and testing of DCNN in still images.
Traini ng of DRL on virtual EGD videos and testing on 30
real EGD videos. 3. Integrating DCNN and DRL, and testing on the 107 real EGD videos. 4. Conducting a single-centre randomised controlled trial to evaluate the effect of WISENSE on the quality of EGD examination.
Training and testing of DCnn
VGG-16 and DenseNet, two mature DCNN models pretrained with 1.28 million images from 1000 object classes, 21 were used to train our system. K-fold cross-validation procedure 22 was implemented with k=10, dividing the training dataset into 10 subsets and validating each subset individually with the remaining used for training. Detailed technical methods and methods of avoiding overfitting were described in supplementary methods and materials.
In the testing sets, DCNNs were tested for three times, with each time based on randomly selected 3000 images (1000 per category) from the testing set of DCNN1 and 2160 images (80 per site) from the testing set of DCNN2. Online supplementary figure S2 shows confusion matrices indicating the performance of VGG-16 and DenseNet on classifying each category. VGG-16 and DenseNet achieved a comparable accuracy (97.55%±0.18% and 97.86%±0.19%, respectively) in DCNN1, while VGG-16 showed a superior accuracy to that of DenseNet (88.70%±0.23% and 83.76%±0.22%, respectively) in DCNN2. Therefore, VGG-16 was chosen to further develop WISENSE. 
Training and testing of Drl
To make human logicality for predicting gastric sites and reduce noise signals in real EGD videos, an agent based on DRL was conducted. DRL is a way originated from behavioural psychology, where agents learn tasks by being given a reward for a correct action and a punishment for a wrong action in given states and creating a self-learning feedback loop. 20 Using neuroscience as an analogy, we used a reward/penalty mechanism (representing dopamine) to train a DRL model (representing the prefrontal cortex) that could take actions (decisions made by the prefrontal cortex) in different states (the environment where we are located). 23 In a typical DRL task, a state generally refers to a snapshot of everything in an environment at a certain time. 20 Here, we defined a state as labels and confidences of the previous nine consecutive images predicted by the DCNN, and all gastric sites previously activated by DRL at a certain time. This information was projected into a 10×26 matrix that can be input to DRL model (figure 2), as explained in detail in online supplementary methods and materials. DRL will make an action based on the state, lighting a site of 1-26 or keeping silence (score 0) and get a reward for a correct action (score +3) or a penalty for a wrong action (score −6). At the beginning of the training, the model randomly takes actions, and as the training goes on, more and more experiences are gained and stored in an experience pool. 24 Then the model could randomly extract previous experiences from the experience pool and take an optimal action in a state using the basic reinforcement algorithm (Bellman equation). 25
It was designed to achieve a maximum cumulative reward [Q(s,a)] with both the immediate reward (r) and maximum future reward for the next state [maxa′Q(s′,a′)] taken into consideration. The process the DRL chooses how to take action, just like the process how AlphaGo decides to play in the Go game. In this equation, r is the benefit obtained from the current step (immediate reward). Maxa'Q(s',a') is the assumed maximum benefit in the next step (future reward), inferred by the neural network through previous experiences and constantly changing with every step. γ is a discount factor multiplying maxa'Q(s',a'), representing the model's emphasis degree on future rewards. We fitted EGD video data to the model to estimate the necessary parameter and set the γ=0.2, which indicates that 20% expected future rewards are considered when taking actions.
Virtual EGD videos were randomly generated based on basic principles of EGD procedure (entering from the oesophagus into the gastrointestinal and then exit the oesophagus). In every epoch, DRL was trained on 50 virtual EGD videos and then tested on 30 real EGD videos. As shown in online supplementary figure S3, after 74 epochs, the DRL model converged and achieved an accuracy of 91.40%. To make the model robust enough, DRL was trained using DCNN predictions with a 20% false probability, and this led to a course that the testing accuracy is higher than training accuracy.
After training of DCNN and DRL, we tested and compared the performance of WISENSE combining DCNN with DRL to a system combining DCNN with a traditional method (random forest filtering), as described in online supplementary methods and materials in detail. WISENSE and the system were set to process images at 2 frames per second (fps) on videos.
A single-centre randomised controlled trial Trail design
This was a prospective, single-centre, single-blind, randomised, parallel-group study, approved by the Ethics Committee of Renmin Hospital of Wuhan University and under trail registration number ChiCTR1800014809 of the Primary Registries of the WHO Registry Network.
Participants
Consecutive patients undergoing routine EGD examinations in the endoscopy centre of Renmin Hospital, Wuhan University, China between August and October 2018 were recruited to the study. Patients were followed up until they wake up after EGD.
Inclusion criteria: (1) patients aged 18 years or older; (2) American Society of Anesthesiology risk class 1, 2 or 3; (3) patients able to give informed consent.
Exclusion criteria: (1) patients with absolute contraindications to EGD examination; (2) a history of previous gastric surgery;
(3) patients in pregnancy; (4) allergic to anaesthetic in previous medical history; (5) researchers believe that the patient is not suitable to participate in the trial.
Withdrawal criteria: (1) the EGD procedure cannot be completely conducted due to oesophageal stenosis, obstruction, huge occupying lesions or giant ulcer of the duodenal bulb; (2) gastroscope must be withdrawn in advance due to rapid changes in patients' heart rate or breathing rate.
The population to patients were not limited to particular indicators, because most patients with early-stage GC are asymptomatic, 26 27 and WISENSE was developed based on the 'systematic screening protocol for the stomach (SSS)', which was proposed as a minimum required standard for routine endoscopy. 11 Enrolled endoscopists were six staff members in the Gastroenterology Department of Renmin Hospital, Wuhan University, with EGD experience of 1-3 years, and EGD volume was 2000-5000. The six endoscopists studied the working interface of WISENSE and the standard protocol of the 26 sites before the trial.
Interventions
Patients were randomly assigned to undergo an EGD examination with or without the assistance of WISENSE. In the WISENSE group, except for the original videos, there were three additional information presented to endoscopists: (1) the virtual stomach model monitoring blind spots; (2) timing; (3) scoring and grading: to increase the intuition of WISENSE, the number of observed sites was converted in percentage term and graded to 'good', 'excellent' and 'perfect' when the score reached 80, 90 and 100, respectively. In addition, WISENSE automatically extracted and collected frames with the highest confidence in each site during EGD (figure 3). In the control group, there was no additional information presented and no photodocumentation collected. Figure 4 and online video 1 shows the real-time working of WISENSE system.
Outcomes
The primary outcome of the study was the blind spot rate (number of unobserved sites in each patient/26) in WISENSE and control groups.
The secondary outcomes were: (1) inspection time; (2) completeness of photodocumentation generated by endoscopists; (3) completeness of photodocumentation generated by WISENSE in WISENSE group; (4) completeness of photodocumentation generated by WISENSE and endoscopists in WISENSE group; (5) the per cent of patients being ignored in each site. Two seniors with 1-5 years of EGD experience and three experts with more than 5 years of EGD experience independently reviewed the videos from the RCT to document blind spots, start time and end time of each case and reviewed photodocumentation generated by WISENSE or endoscopists to document covered sites. Their results were combined by consensus. Endoscopists performing EGD examinations did not participate in data evaluation. Video recording and storage were described in online supplementary methods and materials.
Sample size
The study was powered to demonstrate a difference in blind spot rate during EGD with or without the assistance of WISENSE. In previous studies, there are rare data analysing blind spots during EGD procedure. Therefore, we conducted a pilot study and estimated that mean blind spot rate was 0.20 in control and 0.10 in WISENSE-assisted EGD, and the SD was 0.15. With a power of 90%, a two-sided significance level of 0.05 and a superiority margin of 0.05, 154 patients per group were required. Assuming Endoscopy Figure 4 Real-time use of WISENSE with an endocytoscope during esophagogastroduodenoscopy. The computer on which WISENSE is installed was directly connected to an endoscopy unit (Evis Lucera Elite CV 290, Olympus) and placed side by side with the original screen, achieving real-time monitoring blind spots during esophagogastroduodenoscopy.
Figure 5
The accuracy, sensitivity and specificity of WISENSE for monitoring blind spots in real EGD videos. In 107 real EGD videos, WISENSE monitored blind spots with an average accuracy of 90.02%, and a separate accuracy for each site ranging from 70.21% to 100%. The average sensitivity and specificity were of 87.57% and 95.02%, ranging from 63.4% to 100% and 75% to 100%, respectively. All EGD videos contain the oesophagus and duodenum; therefore, the negative value of oesophagus and duodenum was zero and specificity of the two sites was unavailable. that approximately 5% of patients may be excluded from the analysis, the target sample size was set as 162 per group. Notably, the rate of blind spot is a discrete continuous variable, and the sample size was calculated using the method of comparing two means 28 with online power calculators (http:// powerandsamplesize. com).
Randomisation and blinding
The random allocation sequence was generated by computer-generated random numerical series with '0' encoding for WISENSE group and '1' encoding for control group. Randomisation was done in blocks of 4 in a 1:1 ratio. Endoscopists were not blinded to randomisation status, while patients and all study analyses were conducted in a blinded fashion.
Statistical analysis
χ² test was used to compare baseline characteristics and the per cent of patients being ignored in each site between groups. Mann Whitney U statistic with a significance level of 0.05 was used to compare the primary outcome and other secondary outcomes between groups. As for the primary outcome, a higher 95% CI bound of less than −0.05 of the difference for blind spot rate between two groups was required to confirm the superiority of WISENSE. All analyses were performed using StatsDirect V.3.1.20 (StatsDirect Ltd).
rESulTS

The performance of WISEnSE in real EGD videos
WISENSE monitored blind spots with an average accuracy of 90.02%, and a separate accuracy for each site ranging from 70.21% to 100% in the 107 real EGD videos. The average sensitivity and specificity were of 87.57% and 95.02%, ranging from 63.4% to 100% and 75% to 100%, respectively ( figure 5) . Notably, all EGD videos contain the oesophagus and duodenum, therefore, the negative value of oesophagus and duodenum was zero and specificity of the two sites was unavailable. The performance of a system combining DCNN with a traditional method (random forest filtering) was tested and compared with WISENSE in online supplementary methods and materials.
For timing EGD procedure, WISENSE correctly predicted the start time in 93.46% (100/107) videos and end time in 97.20% (104/107) videos. Cases of early or delayed timing are described in supplementary methods and materials.
recruitment
A total of 361 patients were invited to participate in the trial. Thirty-seven patients were excluded as they were ineligible (n=33) and declined participation (n=4). A total of 324 patients were recruited and randomised, and the trial flowchart is illustrated in figure 6 . A total of 153 patients from the WISENSE group and 150 patients from the control group were included in the analysis. Patient characteristics were comparable in both groups (table 1) .
Outcomes
Blind spot rate was significantly lower in WISENSE group compared with the control (5.86% vs 22.46%, p<0.001), and the mean difference was −15.39% (95% CI, −19.23 to −11.54). The higher 95% CI bound is less than −5% of the difference for blind spot rate between two groups (table 2) .
Mean inspection of EGD procedure was significantly longer in WISENSE group compared with the control (5.03 min vs 4.24 min, p<0.001). Considering that there were still 5.86% sites being ignored in the WISENSE group, we further analysed the inspection time of those cases that all 26 sites were observed, and it turned out to be 5.36±2.97 min.
There was no difference in the completeness of photodocumentation generated by endoscopists between the two groups (71.87% vs 79.14%, p=0.11). However, the completeness of photodocumentation generated by WISENSE in WISENSE group was significantly higher than that from endoscopists in control group (90.64% vs 79.14%, p<0.001). When images collected by WISENSE and endoscopists were combined, the completeness of photodocumentation further increased in WISENSE group and the difference between groups raised (92.91% vs 79.14%, p<0.001). The per cent of patients being ignored in most gastric sites (80.77%, 21/26) were significantly lower in WISENSE group compared with that in control group (table 3) . The per cent of patients being ignored in the lesser curvature of middle-upper body in forward view decreased most (−47.50% RD, p<0.001). No patient's oesophagus was ignored in both groups. No patient's squamocolumnar junction was ignored in WISENSE group while there were two patients' squamocolumnar junction that was ignored in control group. There was no difference of patients being ignored in the anterior wall of antrum, the greater curvature of middle-upper body in forward view and the anterior wall of fundus.
DISCuSSIOn
Hundreds of millions of people undergo EGD procedures every year worldwide. High-quality endoscopy delivers better health outcomes. 2 However, there are significant variations in EGD performance among endoscopists, impairing the discovery of upper GI lesions. 3 A bunch of guidelines have been proposed to standardise EGD; 7 however, they are not often well followed due to the shortage of supervision and availability of practical tools, especially in developing countries. 2 WISENSE, a real-time quality improving system for monitoring blind spots during EGD, was developed to specifically address this need. The system monitored blind spots in real EGD videos with an accuracy of 90.02%, played roles of real-time quality supervision and automatically generating photodocumentation. In a clinical trial, the WISENSE greatly reduced blind spot rate, increased inspection time and improved completeness of photodocumentation in EGD.
Recent years have seen an explosion of study in the application of DCNN in endoscopy. Byrne et al achieved real-time differentiation of adenomatous and hyperplastic colorectal polyps. 16 Hirasawa T et al used the DCNN to detect early GC with a sensitivity of 92.2%. 15 Most published work focus on the diagnosis or detection of lesions; however, there was rare research being conducted to mitigate technical variations of endoscopists. GC occurs in every part of the gastric cavity. 29 Observing the whole stomach is a seminal prerequisite for EGD examination. 1 11 In China, the majority of small (<2 cm) GC (68%) are concentrated in the lesser curvature, mainly in two areas, the fundus and antrum. 29 However, we found that there were 40.67% and 19.33% patients not being observed in control EGD in these two sites, respectively. With the assistance of WISENSE, patients not being observed in the lesser curvature of fundus and antrum were decreased to less than 20% and 4%, respectively. This indicates that WISENSE may increase the detection of early GC or precancerous lesions, and thus improve the health outcome of patients. To the best of our knowledge, this is the first study applying deep learning in field of supervising endoscopy quality and validating the efficiency of a deep learning system in a randomised controlled trial.
Accurate photodocumentation allows for better knowledge and follow-up of patients' condition. 1 9 Ninety-one per cent agreement was reached among the experts from ESGE for accurate photodocumentation in EGD. 1 In the present study, there was no difference in the completeness of photodocumentation generated by endoscopists with or without WISENSE (71.87% vs 79.14%). However, the completeness of photodocumentation generated by WISENSE (90.64%) was significantly higher than that from endoscopists. After combining photodocumentation of both endoscopists and WISENSE, the completeness further improved (92.91%). In daily clinical work, endoscopists need to pause operation or obtain help from an assistant to capture images. The WISENSE could automatically help endoscopists generate photodocumentation and improve the completeness of photodocumentation.
Another strength of this system is that it times EGD procedures in real time and record inspection time. Longer examination time spent on EGD improves the diagnostic yield. 30 The elapsed duration of EGD procedure was often recorded by endoscopy nurses via wall clocks in endoscopy rooms and records from nurses were not often actively reported to endoscopists. 30 WISENSE could automatically time during EGD and record inspection time for every procedure. This may help endoscopists to monitor and control the time spent on each procedure and thus mitigate skill variations from subjective factors and external pressure. Noise has always been a challenge for deep learning models in the real world. 17 DRL, a branch of deep learning rapidly developed in the past 2 years and shows good performance in solving dynamic decision problems, [18] [19] [20] may have potential to mitigate this problem. DRL is often difficult to design and control; therefore, it only succeeded in a few cases, such as Atari Games 19 and Alpha Go, 18 which are usually repeatable games. Fortunately, there are basic principles (entering from the oesophagus into the gastrointestinal and then exit the oesophagus) during EGD procedures, so that we could use a lot of randomness to generate virtual EGD procedures and design a 'video game' to train and verify the DRL. In the present study, DCNN model achieved an accuracy of 88.70% in jam-free environment (still images). Using random forest filtering, a traditional reduction method, DCNN monitored blind spots with an accuracy of 82.61% in real EGD videos that contain lots of noises. After combining DRL with DCNN, the system achieved a much higher accuracy of 90.02% in videos. This is the first study using DRL in making medical decisions in human body environment, and this attempt successfully solved the problem of computer from perception to decision control in predicting gastric sites.
Endoscopy
There are some limitations in the present study. First, while our results were obtained using Olympus and Fujifilm endoscopes, which have a 70% 31 and 14% 32 endoscope market share, respectively, we expect that the WISENSE will also be applied in endoscopes from other vendors. Theoretically, using the method of transfer learning, it could be achieved with little additional tuning of the algorithm. 33 It is possible for WISENSE to become a more universal EGD assistance system. Second, it is recommended that the EGD should last for at least 7 min on a patient without a previous gastroscopy for the last 3 years 1 . However, in the present study, the total time per procedure (even those cases that all 26 sites were observed) was less than the recommendations. It is an unusual phenomenon and we suppose that WISENSE, just like Ariadne's thread, enables endoscopists to conduct the procedure in a standardised way, and to easily realise which parts have not been observed yet, and these may guide them to accomplish the examination more quickly. However, further research should be conducted to verify this suppose.
In summary, WISENSE, a quality improving system for endoscopy based on deep learning achieves real-time monitoring on blind spots, timing and obtaining photodocumentation during EGD. WISENSE greatly reduced blind spot rate, increased inspection time and improved the completeness of photodocumentation in a randomised controlled trial. It could be a powerful assistant tool for mitigating skill variations among endoscopists and improving the quality of everyday endoscopy.
